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Abstract. The use of a compact gas sensor based on
cw difference-frequency generation in periodically poled
LiNbO3 for on-line absorption measurements ofH2CO, CH4,
and H2O near3.5µm is reported. Formaldehyde levels of
30 ppb, corresponding to absorptions of2×10−4 have been
measured using absorption spectroscopy. In this paper we re-
port specifically the performance of this sensor as part of the
1997 Lunar–Mars Life Support Test program at the NASA
Johnson Space Center.

PACS: 07.88.+y; 42.62.Fi; 42.65.-k

The monitoring and detection of trace gases at the level of
parts per billion in diverse fields ranging from pollution and
greenhouse-gas emission, to applications involving environ-
mental control for the workplace and space habitats has be-
come increasingly important. One such application in which
we were involved, was the 90-day Lunar–Mars comprehen-
sive life support test conducted at the NASA Johnson Space
Center, Houston. The test was undertaken in a three-level
8-m diameter, human-rated space station simulation chamber,
accommodating four mission specialists. One goal of this pro-
gram was to test new life-support initiatives such as advanced
air and water recycling technologies that are to be used for
the international space station program. The purpose of our
involvement in the test was to ascertainH2CO concentration
levels inside the NASA test chamber with a portable and real-
time gas sensor.

The motivation for monitoringH2CO levels in a sealed,
human-rated environment, is that its presence can cause
headaches as well as throat and ear irritation at low concen-
trations (> 100 ppb). There are concerns about more serious
adverse health effects at higherH2CO concentration levels.
Consequently, NASA has set a stringent spacecraft maximum
allowable concentration of40 ppb for crew exposure from
7 to 180 days[1]. To reduceH2CO levels below this con-
centration, any outgassing materials and equipment must be
identified. Hence, the development of an in situ, real-time,
portable gas sensor capable of identifyingH2CO emission

sources and monitoring concentrations at sub-ppm levels in
air was initiated.

Further motivation for measuringH2CO concentrations
precisely is that it is an important intermediate compound
in tropospheric chemistry cycles, and serves as a significant
source ofCO in the natural troposphere with typical atmo-
spheric levels of300 ppt[2]. While this concentration level
is about two orders of magnitude below the sensitivity lim-
its for the monitoring apparatus described here,H2CO is also
a significant byproduct of combustion devices and the present
monitor is quite satisfactory for monitoring formaldehyde
emissions from combustion. Accurate measurements of com-
bustion emissions are thus important in the reduction of urban
air pollution levels of formaldehyde.

For real-time measurements of trace gases, optical tech-
niques are the most suitable and include FTIRs [3], tun-
able infrared laser absorption spectroscopy using either over-
tone absorption spectroscopy in the near-IR [4, 5], or direct
infrared absorption spectroscopy in the mid-IR [6, 7] and
photoacoustic spectroscopy [3]. In the mid-IR, difference-
frequency generation (DFG)-based sensors have been shown
to be particularly suitable for absorption spectroscopy [8, 9].
The criteria that must be considered for a system to be effect-
ive as a trace-gas sensor include adequate sensitivity for the
concentrations present, the ability to discriminate from any
other gases present, and reliable field operation.

Considering the monitoring ofH2CO specifically, Fried
et al. [10] reported a tunable diode laser absorption technique
based on cryogenically cooled lead-salt diode lasers which
achieved aH2CO detection sensitivity of0.04 ppb. This is
clearly a much higher sensitivity than is reported here, but
it comes at the cost of cryogenic operation. Fourier trans-
form infrared spectroscopy (FTIR) is a widespread laboratory
and industrial monitoring technique, which might be made
suitable for monitoringH2CO, but field FTIR spectrometers
generally suffer from inadequate spectral resolution for this
purpose. NASA monitorsH2CO by using a chemical absorp-
tion badge capable of determining average concentrations
over an extended period of time with a sensitivity≈ 20 ppb.
The badge is typically exposed for24 h, and then processed
using a wet chemical technique. The result obtained depends
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on the exposure, which in turn depends upon the location of
the badge. This can be an advantage in that it is a personal
monitor, but a disadvantage in obtaining an overall assay of
the air quality. A major disadvantage of badges is that there is
a time required for exposure and a time required for develop-
ment, which is usually an additional24 h, and hence exposure
levels are learned only after significant additional exposure. It
should be noted thatH2CO is not a very suitable candidate for
gas chromatographic and mass spectrometric measurement
on account of its strong propensity to adsorb on surfaces.

Infrared absorption spectroscopy using a DFG source
is an attractive alternative approach for the monitoring of
formaldehyde, because of the inherent narrow bandwidth of
the DFG source and the ability to design a monitor which is
compact and operates at room temperature. In recent work,
we demonstrated the feasibility of using a DFG-based sensor
for sensitiveH2CO detection (to30 ppb) [11]. In the current
work several enhancements were introduced to the sensor,
including on-line frequency calibration and automatic data
acquisition and processing which permits unattended opera-
tion over extended periods of time.

Theν5 fundamental band from3.2–3.6µm is convenient
for H2CO detection in the mid-infrared. The specific line se-
lected for monitoring must take into account the presence
of competing absorption lines of common atmospheric con-
stituents. For the life support test, this line selection was
critical because of expected highCH4 concentration lev-
els of up to150 ppm inside the chamber. A suitable line
was chosen at2831.642 cm−1 (3.5µm), which also has
a (5 times weaker) satellite line at2831.699 cm−1 using
the HITRAN 96 database [12]. This line was first iden-
tified in [10] to be suitable for atmospheric sensing. The
line strength of theH2CO line is 5.04×10−20 cm/molecule
[HITRAN 96] at 2831.642 cm−1. The predicted absorption
is 2×10−4, assuming a concentration of30 ppband absorp-
tion path of18 m. Because of the proximity of a methane
line close by (0.080 cm−1) at2831.562 cm−1 and a water line
at 2831.841 cm−1, the absorption measurements are carried
out at reduced pressure (typically95 Torr) to reduce pres-
sure broadening and to resolve the individual spectral lines.
A HITRAN 96 simulation of this spectral region is shown in
Fig. 1. A minor advantage of the choice of this spectral region
is the presence of a well-isolatedCH4 line at2829.592 cm−1,
which allowed this species to be monitored in the cham-
ber. The line at2830.008 cm−1 can be used to monitorH2O.
These infrared spectral absorptions could be conveniently ac-
cessed by varying the laser diode temperature by< 1.3 ◦C.

For the sensor described here, the detection sensitivity
using direct absorption spectroscopy is limited by the base-
line irregularities caused by the occurrence of accidental
etalons that occur in the beam path and not by detector noise
or insufficient mid-IR power levels. This fact made it point-
less to use the alternative spectroscopic techniques of fre-
quency or wavelength modulation spectroscopy [13, 14] in
which the frequency of the IR source is modulated and the
signal detected at one of the harmonics of the modulation
frequency. Although this technique reduces the 1/ f noise
inherent in the detection circuit, the frequency modulation
technique is also limited by the presence of etalons in the
beam path. Therefore we expected no significant improve-
ment in sensitivity by the use of frequency modulation over
the simpler direct absorption technique and did not explore
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Fig. 1. HITRAN 96 simulation of the spectroscopic environment encoun-
tered in the vicinity of the2831.642-cm−1 H2CO absorption line selected
for real-time monitoring of the air in the NASA Lunar–Mars life support
chamber. The nearly isolatedCH4 line is also shown. The spectroscopic
parameters include: pathlength= 18 m, cell pressure= 60 Torr

its application. It is non-trivial to obtain an absolute measure-
ment of absorption from modulation spectroscopy. We would
have felt insecure unless we checked the calibration by peri-
odically connecting an on-line reference gas to the multi-pass
absorption cell for calibration of the system response. This
would add to the overall sensor complexity.

1 Sensor configuration

A schematic of the DFG-based sensor is shown in Fig. 2.
It is similar in design to that reported forCO detection
previously [8]. The entire sensor including power supplies
and electronics is contained in a 30×30×65 cmenclosure
weighing 25 kg. The infrared probe power is generated by
mixing two cw narrow-bandwidth lasers (pump and signal)
in periodically poledLiNbO3 (PPLN). The signal laser is
a diode-pumped, non-planar monolithic ringNd:YAG laser
operating at a wavelength of1064.5 nmand output power of
700 mW. The pump laser is a100-mW GaAlAsFabry–Ṕerot-
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Fig. 2. Schematic of the cw mid-infrared DFG gas sensor. A compact dia-
phragm pump and electronic pressure regulator are used to provide on-line
air sampling from the NASA chamber at reduced pressure
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type diode laser at818.0 nm. The diode laser is hermetically
sealed in a TO-3 metal package together with a thermoelectric
cooler and thermistor. The laser diode output beam is col-
limated with an f = 8 mm multi-element lens, resulting in
a4-mm beam diameter in the long axis plane. The beam then
passes through a30 dB optical isolator, and aλ/2 plate to
rotate the polarization into the vertical phasematching plane.
To achieve mode matching with the circularNd:YAG laser
beam, an anamorphic prism pair(4×) was used to reduce
the vertical dimension of the laser diode beam. The two sin-
gle longitudinal mode (SLM) pump beams were combined by
a dielectric beam splitter mirror and focused into the PPLN
crystal with a75-mm focal length lens. The resultant beam
diameters in the focal plane of the lens were measured to be
112µm (M2 = 1.1) and 90×109µm (M2

x = 1.2, M2
y = 5.3)

for theNd:YAG and diode laser beams, respectively, (where
M2 denotes the beam quality factor). To ensure overlap of the
two pump beams at their waist in the PPLN crystal, a75-cm
focal length lens was placed in the1064-nm beam path. The
overlap of the two pump beams was optimized by means of
a CCD-camera-based profiling system.

The predicted grating period for quasi-phasematching
(QPM) of the incident wavelengths was22.50µm at a tem-
perature of23◦C. The calculated temperature phasematching
bandwidth of the DFG interaction was16◦C-cm (FWHM),
using the Sellmeier equations in [15]. The PPLN crystal avail-
able for this experiment had grating periods ranging from
21.50µm to 22.40µm with 0.10-µm channel increments (di-
mensions of0.5 mm×10 mm×20 mm length). To improve
the conversion with the non-optimum22.40-µm QPM period
available, the grating was used at an incident angle of≈ 10◦,
yielding an effective grating period of22.46µm Although
crystal rotation increases the effective QPM period length to
compensate for the shorter grating period used, a walk-off ef-
fect is introduced, which causes a reduction in beam overlap.

The generated mid-IR idler beam was collimated by
a 5-cm focal lengthCaF2 lens, and the residual pump beams
were removed by the use of an anti-reflection-coatedGe fil-
ter. The idler beam was then directed into a0.3-l volume
multi-pass absorption cell (New-Focus Inc, Model 5611). The
cell was configured for 91 passes, corresponding to an opti-
cal path length of18 m, and has a measured transmission of
20%. The DFG beam was then focused onto a thermoelec-
trically cooledHgCdTe(MCT) detector with a1-mm2 active
area using a5-cm focal length off-axis parabolic mirror.

To provide absolute frequency calibration, aH2CO ref-
erence spectrum was acquired before every measurement.
A computer-controlled mirror (New-Focus Inc., flipper) redi-
rected the DFG beam through a5-cm-long reference cell
that contained20 Torr of CH4 and a small amount of para-
formaldehyde that was allowed to come to an equilibrium
pressure in the gas mixture.

Unattended absolute concentration measurements require
a reliable data acquisition system and control system that
can perform mid-IR frequency scanning, sampling, frequency
calibration, data analysis, and data storage. Frequency scans
of the diode laser were obtained using a dedicated func-
tion generator circuit to modulate the diode current at50 Hz
with a 7.5-mA peak-to-peak triangular wave, correspond-
ing to a scan range of0.3 cm−1. The MCT detector was dc
coupled to a preamplifier to allow absolute idler beam power
measurements. The noise-equivalent power of the detector–

preamplifier combination was measured to be3.9 pW Hz−1.
The data was digitized and transferred to a laptop computer
by use of a16-bit A–D card (NI DAQCARD-AI-16XE-50).
Data acquisition by the A–D card was synchronized to the
laser diode current modulation with a TTL output available
from the function generator.

Data analysis and experimental control was performed
using LabVIEW software (National Instruments) on a laptop
PC running Windows 95. For experimental control, two of
the digital output lines from the A–D board were used to op-
erate a beam shutter mounted in front of theNd:YAG pump
laser and the flipper mirror which redirected the DFG beam
through the calibration cell. The shutter allowed the dark volt-
age of the MCT detector to be measured, which is necessary
for absolute power measurements of the DFG beam.

The air in the NASA human-rated chamber was sampled
in a continuous flow through the multi-pass absorption cell,
by use of a compact 2-stage diaphragm pump (KNF Neu-
berger). The cell pressure could be regulated to lower pres-
sures by use of an inline solid-state pressure regulator (MKS
Instruments). The pressure was also additionally verified by
use of an inline vacuum gauge adjacent to the multi-pass cell.
The entire gas handling was contained within a small alu-
minum suitcase and connected to the chamber and sensor by
use of1/4-inch Teflon tubing. The chamber sample and re-
turn lines were approximately6 m in length.

In order to remove high-frequency noise from the ac-
quired scans a software-based low-pass Gaussian filter (with
1.3 kHz HWHM) was used. The positions of the acquired
spectral features were obtained by applying a peak fitting rou-
tine to theH2CO reference scan taken previously. Segments
were removed from the base line that matched the estimated
base width of each of the twoH2CO Lorentzian absorption
peaks and the methane absorption peak. A fifth-order polyno-
mial was then fitted to the remaining baseline to approximate
100% transmission at theH2CO absorption peak. In add-
ition, a Lorentzian lineshape was fitted to the principalH2CO
absorption line using a nonlinear least squares fit Levenberg–
Marquardt method.

2 Experimental results and discussion

The detection sensitivity limit for this sensor was set by the
occurrence of accidental etalons in the beam path, princi-
pally due to the laser diode window and collimation lens, the
opto-isolator, the focusing lenses, the uncoated PPLN crys-
tal surfaces, and the multi-pass cell. The etalon fringes from
the multi-pass cell(< 10−4) could be reduced by manual vi-
bration of the cell, however this was not required for general
operation as the≈ 0.025-cm−1 period fringes had a mini-
mal effect on the fitting algorithm accuracy. To reduce the
effect from other etalons in the beam path on the accuracy
of the calculated gas concentration, several data reduction
techniques were employed. As mentioned above a fifth-order
polynomial was fitted to the scan background, which partially
normalized out etalon effects. In addition the knowledge of
the position and width of theH2CO absorption feature in
each acquired scan permits a Lorentzian lineshape fit which
is more accurate, thereby reducing aliasing by etalon fringes.
The position of theH2CO absorption line was determined by
acquiring a referenceH2CO spectrum, prior to every experi-
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mental scan. The width of the fitted Lorentzian curve was
estimated using the theoretically predicted Lorentzian width
from HITRAN 96. Furthermore it was seen that some of the
etalon effects were transient, and predominantly due to ther-
mal drifts of the sensor alignment induced by changes in the
ambient temperature. Therefore averaging could also reduce
etalon effects but at the expense of increased acquisition scans
(typically 500 scansin 10 s. For longer-term monitoring the
data was averaged over2-h intervals).

The mid-IR power generated by the sensor at3.5µm was
2.7µW, and after the multi-pass cell,0.42µW was incident
on the detector. Typical operation of the sensor at NASA-JSC
during the 3 weeks of the test involved one visit a day to op-
timize the alignment and frequency of the sensor and perform
a periodic calibration check with a referenceH2COsample of
known concentration.

A spectral scan of the calibration cell(L = 5 cm) contain-
ing para-formaldehyde and20 Torr methane over0.28 cm−1

and centered at2831.6 cm−1 is shown in Fig. 3 (1 s aver-
age). These scans were frequency calibrated to the frequency
assignments [16] of twoH2CO absorption lines located at
2831.6417and2831.6987 cm−1. The position of aCH4 line,
which is obscured by one of theν1 H2CO lines, is also in-
dicated in Fig. 3. From this pressure-broadened spectrum it
is not possible to deduce the spectral bandwidth of the DFG
radiation, because the total cell pressure is not known. How-
ever measurements of Doppler-broadenedCH4 lines indicate
a DFG bandwidth of≈ 100 MHz. Shown in Fig. 4 is the
spectrum of the sameH2CO absorption lines from an un-
calibrated mixture ofH2CO in nitrogen, over an18-m path-
length. The Lorentzian-lineshape fit to the data has a FWHM
of 0.027 cm−1, and yields anH2CO concentration of169 ppb
(mole fraction). The etalon fringes in this scan represent
≈ 0.025% absorption which corresponds to a detection sensi-
tivity of 36 ppb H2CO for a S/N= 1.

For an accurate calibration of theH2CO levels to be mon-
itored, a 67±1.5 ppbcalibrated mixture ofH2CO in nitro-
gen was used (H.P. Gas Products Inc). A time trace of the
measuredH2CO concentration is shown in Fig. 5. In this cal-
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Fig. 3. Spectral calibration scan centered at2831.60 cm−1 of a mixture of
para-formaldehyde and20 Torr methane over0.25 cm−1 (1 s averaging).
The H2CO line at 2831.6417 cm−1 chosen for monitoring, the satellite
H2CO line at 2831.699 cm−1, and an interferingCH4 line are shown
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Fig. 4. Spectral scan of theH2CO line at2831.642 cm−1 of an uncalibrated
mixture of H2CO in nitrogen gas. An18-m pathlength, cell pressure of
90 Torr and5 s averaging time was used. The Lorentzian fit gives aH2CO
concentration of169 ppb(mole fraction)

ibration the gas flowed continuously through the cell, which
was regulated to95 Torr. TheH2COconcentration was meas-
ured every1 min. For each experimental point, the sensor
first acquired a frequency calibration scan from the refer-
ence cell with2 s of averaging, followed by 500 sweeps in
10 sof the gas in the multi-pass cell. Finally, the MCT dark
voltage was acquired for1 s. The average value ofH2CO ab-
sorption was measured for the last33 min (after allowing the
flowing H2CO mixture to reach an equilibrium concentration
with the gas tube walls). The standard deviation of the meas-
urement was13 ppb. This results in an absorption strength
of 4.67×10−20 cm/moleculewhich compares well with the
predicted absorption strength of5.04×10−20 cm/molecule
from the HITRAN 96 database.

A typical H2CO and CH4 spectrum of the chamber air
centered at2831.62 cm−1 over a range of0.28 cm−1 (960 data
acquisition channels) is shown in Fig. 6. The linear power de-
pendence resulting from the current modulation of the laser
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obtained using on-line air sampling from the NASA life support chamber:
optical pathlength= 18 m, cell pressure= 95 Torr, 10 saveraging

diode has been removed in this figure, but it is otherwise un-
processed. The spectral positions of theH2CO line of interest
and interferingCH4 line are indicated. In Fig. 7 the baseline
of the sameH2CO spectrum has been approximated using
a fifth-order polynomial fit (excluding the absorption fea-
tures), and the transmission has been normalized by means of
the measured detector dark voltage. A Lorentzian lineshape
has been fitted to theH2CO peak (CH4 peak not fitted), re-
sulting in a calculated concentration of110 ppb(FWHM of
0.036 cm−1). In the fit a fixed Lorentzian lineshape width was
used, and the Lorentzian center frequency was determined
from the calibration scan. The residual from the Lorentzian
fit is also shown, indicating the fringe noise to be≈ 0.02%,
consistent with the laboratory scan ofH2CO shown in Fig. 4.

Fig. 7. TheH2CO spectrum derived from Fig. 6, with the absolute transmis-
sion calculated from the measured detector dark voltage, and the baseline
normalized to100% transmission using a fifth-order polynomial fit. The
Lorentzian lineshape fit shown gives aH2CO concentration of93 ppb.
A CH4 line near 2831.562 cm−1 is also shown. The residual from the
Lorentzian lineshape fit is shown belowH2CO spectrum

The measuredH2CO concentration is shown in Fig. 8 for
a time period of21 h of unattended operation at NASA-JSC
with a data collection scan taken every7 min (scan started
at 5 pmon December 17, 1997). During this time period the
averageH2CO concentration measured was34 ppb±17 ppb
(±1 standard deviation,σ). A power and frequency stabil-
ity measurement of the sensor for this same21-h period is
shown in Fig. 9. The DFG power (measured after the multi-
pass cell) decreased by20%, which can be predominantly at-
tributed to a thermally induced beam misalignment caused by
a≈ 4 ◦C drop in temperature overnight in the building hous-
ing the test chamber. Verification of this beam misalignment
was provided by the recovery of the power after this21-h
time period by optimizing the optical alignment. The DFG
frequency drift was due to a temperature-induced drift of the
laser diode frequency, and is within the specifications for the
Peltier temperature controller for the diode laser. The change
in the sensor alignment can produce a change in the etalon
size and positions during a spectral scan. The0.03 cm−1 fre-
quency drift of the scan center frequency changes the portion
of the baseline sampled and fitted. These two effects will in-
fluence the baseline fitting accuracy and introduce a slowly
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Fig. 8. H2CO measurements conducted overf a21-h period, starting at5 pm
on December 17, 1997, of the air inside the NASA life support chamber
(average measured is 34±17 ppb)
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varying systematic offset in theH2COconcentration in Fig. 8.
The overall systematic error is estimated to be< 20 ppb.

The measuredH2CO concentration for a 21-day period
is shown in Fig. 10. Each point is an average of2 h of col-
lected data (approximately 60 measurements), and the error
bars represent±3σav, whereσav= σ/(N)1/2, N = 60. Inde-
pendent measurements of theH2COconcentration were made
by NASA-JSC personnel using chemically sensitized badges
(also shown in Fig. 10), and show good agreement with our
concentration measurements. As expected theH2CO concen-
tration measurements in the building verified that the sensor
is recording the zero baseline within±5 ppb. The output of
the trace contaminant control system (TCCS) in the chamber
was also monitored, showing unexpectedly highH2CO levels
(Fig. 10). The interruption in monitoring from December 10
to 13, 1997, was the result of the failure of a pump laser and
the time required for its replacement.

A measurement ofCH4 concentration in the chamber re-
quired temperature tuning of the pump diode laser by1.3 ◦C
to an isolatedCH4 line at 2829.592 cm−1. Shown in Fig. 11
is a spectrum taken of theCH4 line at a cell pressure of
95 Torr and acquired using5 s of averaging. For monitoring
this line, the frequency was calibrated to a convenient nearby
H2CO line at 2829.507 cm−1, which could be observed in
the calibration cell. TheCH4 fitting algorithm simultaneously
fitted a Lorentzian lineshape and a third-order polynomial,
giving aCH4 concentration of139 ppm. Methane concentra-
tion measurements made in a27-h period starting on Decem-
ber 18, 1997, are shown in Fig. 12. Over the first20 h we
measured aCH4 level of 140 ppm±12 ppm. Verification of
our CH4 measurement was provided by an on-line gas chro-
matography sensor reading aCH4 level of 139 ppm±1 ppm
in the first hour of our measurements. The dramatic decline
in CH4 concentration towards the end was due to the chamber
door being opened at21 hon December 19, 1997.

A spectrum of theH2O line at2830.008 cm−1, for a cell
pressure of100 Torrand18-m pathlength is shown in Fig. 13.
A Lorentzian fit (FWHM= 0.024 cm−1) to the absorption
peak gives aH2O concentration of 13.0 parts per thousand,
corresponding to46.9% relative humidity at23◦C. Because
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NASA chamber. MeasuredCH4 concentration is139 ppm(cell pressure=
95 Torr, L = 18 m, 5 s averaging)
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Fig. 12. Temporal trend ofCH4 concentration in the NASA chamber air
measured over27 h. The chamber door was opened at21 hourson Decem-
ber 19, 1997
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Fig. 13. H2O spectrum of an isolated absorption line at2830.008 cm−1.
The measuredH2O concentration is1.30%, corresponding to46.9% relative
humidity at23◦C (cell pressure= 100 Torr, L = 18 m, 2 s averaging)
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of the time constraints imposed by the length of the test, the
H2O concentration was not measured inside the chamber.

The fitting techniques used were found to have a sig-
nificant effect on the accuracy and scan-to-scan repeatabil-
ity of the calculated concentrations, particularly for absorp-
tion measurements made near the sensitivity limit imposed
by etalon effects in the beam path. The most effective fit-
ting technique in terms of scan repeatability was found to be
a simultaneous fit of the known lineshape characteristics and
the baseline polynomial. In this work a single Lorentzian line-
shape was fitted to the principalH2CO absorption line mon-
itored at2831.642 cm−1. However the presence of a satellite
peak will introduce a systematic error in such a single-line
Lorentzian fit. To improve the absolute concentration meas-
urement, the principalH2CO peak and satellite peak should
be fitted simultaneously with two Lorentzian lineshapes and
the fifth-order polynomial. This modification will be imple-
mented in futureH2CO sensing applications. To improve the
measurement accuracy, the systematic effects due to transient
baseline features can be reduced by the use of frequent on-
line H2CO calibrations.

The sensor has shown good stability over a period of
several weeks and it can be made stable over much longer
periods of time by implementing several new features. The
most significant modification will be to minimize the occur-
rence and magnitude of etalons in the sensor, thereby increas-
ing the detection sensitivity. The first step will be to add an
anti-reflection coating to the PPLN crystal end faces. Besides
reducing the etalon effect caused by the PPLN crystal, this
will also increase the available DFG power, which in turn may
permit a balanced detection scheme.

3 Conclusions

A tunable DFG sensor employed for on-line real time meas-
urements ofH2CO during a 1997 NASA Lunar Mars Life
support test project has been described. The absolute calibra-
tion of the sensor was verified by using a67 ppb H2CO in
nitrogen mixture, with the sensor reading67 ppbwith a stan-
dard deviation of13 ppb over 33 min. H2CO levels were
measured to an accuracy of30 ppbin a human-rated cham-
ber over several weeks, and were in agreement with NASA-

conducted chemical badge measurements. Hence we have
demonstrated that a DFG-based system using direct absorp-
tion spectroscopy can monitor nearppb concentrations (cor-
responding to absorptions of≈ 2×10−4) of a trace gas over
an extended period (several weeks), with the sensor operat-
ing in an industrial-type environment. This sensor incorpo-
rated several features for this purpose, including a computer-
addressable reference cell and real-time data acquisition and
processing. Furthermore, the detection capability of this sen-
sor for multicomponent trace mixtures was demonstrated by
temperature tuning of the pump diode laser to monitorCH4 or
H2O concentrations.
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